ABSTRACT: A novel overtone mobility spectrometry (OMS) instrument utilizing a gridless elimination mechanism and cooperative radio frequency confinement is described. The gridless elimination region uses a set of mobility-discriminating radial electric fields that are designed so that the frequency of field application results in selective transmission and elimination of ions. To neutralize ions with mobilities that do not match the field application frequency, active elimination regions radially defocus ions toward the lens walls. Concomitantly, a lens-dependent radio frequency waveform is applied to the transmission regions of the drift tube resulting in radial confinement for mobility-matched ions. Compared with prior techniques, which use many grids for ion elimination, the new gridless configuration substantially reduces indiscriminate ion losses. A description of the apparatus and elimination process, including detailed simulations showing how ions are transmitted and eliminated is presented. A prototype 28 cm long OMS instrument is shown to have a resolving power of 20 and is capable of attomole detection limits of a model peptide (angiotensin I) spiked into a complex mixture (in this case peptides generated from digestion of β-casein with trypsin).
I
n recent years, ion mobility spectrometry (IMS) combined with mass spectrometry (MS) has been applied to a range of new fields, such as structural biology, 1−4 proteomics, 5, 6 glycomics, 7, 8 and petroleomics. 9, 10 The complexity of samples that are encountered in these fields are spurring efforts to improve IMS-based separations, as well as the sensitivity of these techniques. To this end, a number of new mobility-based techniques are under development, including traveling wave ion mobility spectrometry, 11−14 differential mobility analysis, 15−17 field asymmetric waveform ion mobility spectrometry; 18−24 and overtone mobility spectrometry (OMS). 25−30 Recently, our group has focused on the development of theory and instrumentation associated with OMS. In this approach a series of electrostatic gates are opened and closed at a defined frequency (called the field application frequency, and denoted f) such that only ions with mobilities that are resonant with the applied frequency traverse through the instrument and are detected. Ions with nonresonant mobilities are eliminated upon reaching a set of grids (which act as an elimination region) at times when the gate is closed to ion transmission. By scanning f, it is possible to obtain an OMS spectrum. It is intriguing that ions of a given mobility may traverse the device at a fundamental frequency (f f ), wherein matched-mobility ions move the length of one segment each time the phases switch, as well as at configuration-dependent multiples of f f , hence the "overtone" designation in the name.
Having noted this, a complete understanding of how OMS instruments might be operated is somewhat complicated. Substantial insight can be gained by examining an expression for the resolving power, derived recently by Valentine In eq 1, n corresponds to the number of segments in the device and the terms l t and l e denote the lengths of the transmission and elimination regions, respectively. R IMS is the resolving power of an equivalent IMS instrument with a length of one segment, described elsewhere. 31−33 The term m designates configuration-dependent multiples of f f where ions of a given mobility are also transmitted; ϕ is a variable that denotes the number of phases employed in the OMS device, as described previously. 25, 26 As examined in more detail previously, the value of 0.74 emerges from the assumption that all diffusion counteracts the field-directed separation of the ions. Replacing 0.74 with 0.00 yields the resolving power with no diffusion. This presents two extreme cases of diffusion with the former providing a lower bound and the latter an upper bound on the resolving power. 26 Because of this assumption, eq 1 underestimates the resolving power for a given configuration. Overall, from this expression we find that there are many interesting combinations of instrumental parameters which will lead to functional devices. 30 It is not as obvious from this expression that there are advantages and disadvantages to different configurations. 30 To date, we have demonstrated advantages in sensitivity by working at low overtone numbers, incorporating high phase numbers, and by use of short devices. 25−27 The resolving power can be improved by increasing the number of gating regions (i.e., increasing n; to date the maximum value that has been examined is n = 43), by working in high overtone regions (the maximum value examined to date is m = 37), or by utilizing higher-order overtone series. 27, 28 Finally, we have recently demonstrated that instruments that combine multiple OMS separations (i.e., OMS−OMS) 29 are feasible. These devices have potential as extraordinarily high resolving power separations prior to MS. We note that in some ways OMS-OMS (as mobility separation and analysis method) is analogous to multiple quadrupole MS-MS methods (for m/z separation and analysis).
Although early proof-of-concept OMS devices appear promising, several factors still limit these methods. First, because of the use of mesh grids in gating regions we experience losses of ions that should be transmitted. Second, initial designs were constructed as large instruments (several meters in length); it would be of use to develop more compact instruments. Finally, as ions drift down the axis of the OMS instrument they expand radially because of diffusion. This limits the length of OMS instruments that can be developed. This paper describes a new instrument that aims to address all three of these limitations -a gridless 28 cm long design that utilizes radio frequency (RF) confinement down the axis of the instrument. The result is a highly efficient, compact device. Molecular simulations are used to better understand how ions are confined and eliminated in the new mechanism. The instrument is demonstrated by examining the model peptide substance P. Studies aimed at understanding the utility of this method for analyzing low-abundance components of complex mixtures are presented.
■ EXPERIMENTAL SECTION
Instrumentation. General aspects of experiment and theory associated with OMS are presented elsewhere; 25−30 however, the geometry, length, and method of ion elimination are unique to this instrument and are discussed in detail here. Figure 1 shows a schematic diagram and photograph of the new gridless overtone mobility spectrometry instrument. For purposes of development, the OMS instrument was inserted into a home-built ion mobility spectrometry−mass spectrometry (IMS−IMS−IMS−MS) instrument that has been described previously 34 and is shown in Figure 1 . This instrument simply serves as a platform and provides a convenient source, mass analyzer, detector and data acquisition system. To ensure that mobility separations of ions were conducted by the OMS device alone, the Tyndall shutters and source gate on the IMS−MS instrument 34 were not used, resulting in the drift tube operating as an ion transfer tube. In the manner described in our previous work, 34 the entire drift tube assembly was maintained at 2.72 ± 0.02 Torr Helium and operated at room temperature (300 K) for all of the experiments presented here.
As shown in Figure 1 , the 28 cm long device was composed of 9 identical segments, each with an elimination region and a transmission region, with an additional elimination region to define the exit of the device. The transmission regions were composed of 10 concentric lenses, each with an inner diameter of 0.635 cm, an outer diameter of 5.08 cm, a thickness of 0.137 cm, and spaced by o-rings that were 0.137 cm thick when compressed. The elimination regions were composed of 3 additional concentric lenses spaced with a compressed 0.058 cm thick o-ring. The first and last elimination rings were identical to the lenses in the transmission region; however, the center elimination lens had an inner diameter of 1.27 cm.
Potentials were applied to the lenses in order to generate OMS electric fields as shown in figure 1, similar to configurations used and described previously. 25, 26, 35 A field of 9.8 V·cm −1 was used in transmission regions while a field of 31 V·cm −1 was applied to inactive (transmitting) elimination regions, the latter to improve signal due to the large relative length of the elimination region. An additional RF sine wave was applied to the lenses within each transmission region in order to radially confine the ions as they traveled down the axis of the drift tube. The 650 kHz, 75 V p−p sine wave applied to each lens was 180 degrees out of phase from adjacent lenses, as described previously. 36 The applied frequency and voltage were selected based on previously derived theory 37 and optimized to result in high transmission. In order to eliminate ions of mismatched mobility, the elimination regions defocused ions away from the middle of the drift tube, and therefore RF was not applied to the three lenses within the elimination region.
Resistors and capacitors used for voltage dividers and for coupling of RF, respectively, were laid out on a separate board and the appropriate nodes were connected to corresponding lenses. This minimized extraneous electrical short circuits generated while trying to fit a resistor between each pair of transmission lenses, a capacitor at each transmission lens, and connections from the wavedriver to 4 out of the 13 lenses in Figure 1 gives a good sense of the scale of the instrument and the complexity in wiring such closely spaced lenses with the electronics commonly used previously.
Obtaining an OMS Distribution. To obtain an OMS distribution, mixtures of ions having different mobilities were electrosprayed (as described below) into ion transfer tube 1 (figure 1). A continuous beam of ions was transferred to the OMS region and OMS distributions were obtained by scanning the drift field application frequency as previously described. 25 As shown in Figure 1 , voltages were applied at four discrete points on each segment to generate a positive potential from one transmission region through the next transmission region, pushing the ions toward the detector. In the first phase, the end of the second elimination region contained a repulsive field which prevented ions from drifting to the next segment and instead defocused them toward the lenses where they were neutralized. The applied voltages repeated every two segments, generating a sawtooth pattern similar to those in other OMS devices. A second sawtooth pattern, offset by one segment, was alternated with the first at the field application frequency. Ions that were not eliminated in the OMS segments subsequently drifted through ion transfer tube 2, passed through a series of optical focusing devices, and entered the home-built time-offlight (ToF) mass spectrometer where they were separated by mass and detected. OMS distributions were obtained by scanning the field application frequency in increments (typically 50 Hz) from 1000 to 30000 Hz.
Instrument Simulation. Ion trajectory simulations were performed with a program written in-house and described previously. [26] [27] [28] 30, 38 The software package SIMION (Scientific Instrument Services, Inc., Ringoes, NJ) 39 was used to generate electric fields from experimental lens geometries and applied voltages. A range of geometries were explored via simulations before settling upon the final geometry presented herein. For each time step of a simulation, changes in ion position were calculated from the sum of the electric-field directed motion and a random diffusive motion obtained from the appropriate Gaussian distribution. In these simulations, 0.1 μs time steps were used. When optimized for an effective elimination mechanism, the geometry and voltages led to indiscriminate radial elimination of many of the ions that were within the stable packet region at all times. 30 To minimize these indiscriminate radial losses, a lens-dependent RF waveform was applied to the transmission regions, leading to increased ion transmission without sacrificing the elimination of mobilitymismatched ions.
Sample Preparation and Electrospray Conditions. Substance P acetate (≥95% purity), angiotensin I (human, ≥90% purity), and β-casein (bovine, ≥98% purity) were purchased from Sigma-Aldrich (St. Louis, MO) and used without further purification. Substance P (50 μg·mL −1 ) and angiotensin I (concentrations from 100 pg·mL −1 to 50 μg· mL −1 ) were prepared in solutions of water/acetonitrile/acetic acid (49/49/2 by volume). Tryptic digestion was performed as described previously 40 and the resulting peptides were dissolved in a solution of 49/49/2 water/acetonitrile/acetic acid (50 μg·mL
−1
). All samples were electrosprayed using a pulled-tip capillary at a flow rate of 18 μL·hour −1 using a syringe pump (KD Scientific, Holliston, MA). The solution in the capillary tip was biased at 2200 V above the potential applied to the instrument entrance aperture to provide electrosprayed ions.
■ RESULTS AND DISCUSSION
Radial Ion Elimination Mechanism. Previous OMS devices imposed significant ion losses because of the grids at the beginning and end of each elimination region. 25 For example, in our earlier paper we used 48 grids, each having 90% optical transmittance, which results in the transmission of only approximately 0.6% of a beam. In order to increase the transmission of matched-mobility ions, we have removed these grids, making it feasible to extend the instrument to higher numbers of segments and thereby achieve a higher resolving power. To replace the grids, it is necessary to understand their contributions to ion motion in OMS. In the previous elimination mechanism, ions drifted toward, and were neutralized on, grids in active elimination regions. With the removal of grids from the instrument, the conducting surface at which the ions were neutralized was also removed, requiring that ions be radially defocused from the primary transmitting axis of the instrument in order for neutralization to occur on lenses. Simulations demonstrated that elimination of ions of mismatched mobilities was less efficient for an instrument with a geometry identical to previous OMS instruments but without grids. Additionally, simulations demonstrated that the inclusion of a third lens in the elimination region enabled more efficient elimination. The use of a third lens to shape the elimination field results in perturbation of the fields within the transmission region. This perturbation reduces the size of the transmission region, thus eliminating a significant portion of mobilitymatched ions and reducing the maximum obtainable overtone. 30 A compromise design in which we increased the inner diameter of the middle elimination lens and used shorter distances between lenses was used to minimize this perturbation.
On Axis RF Confinement for Enhancing Transmission. In the previous OMS device, an ion funnel was implemented after approximately a meter of drift tube. 25 This funnel radially focused the ions toward the center axis of the drift tube, reducing dispersive losses due to random diffusion. 38 In our new design the drift region inner diameter is smaller; thus, to avoid ion losses we have incorporated RF confinement along the entirety of the OMS instrument (with the exception of elimination regions). Figure 2 shows snapshots of the simulated instrument operated at the field application frequency corresponding to the m = 3 peak of the doubly charged substance P ions (K 0 = 3.41 cm ). 42 Simulations of the trajectories of doubly protonated substance P and triply protonated Substance P (K 0 = 4.44 cm 2 ·V −1 ·s −1 ), 35 shown in figure 2 , demonstrate that radial confinement in transmission regions does not preclude the developed radial elimination mechanism. Triply protonated substance P ions are not matched to the field application frequency and are rapidly eliminated as the simulation progresses. The motion of ion packets observed in Figure 2 confirms that our description of ion motion is correct and provides a frame of reference for applying the previously derived mathematical description to the current instrument. 26, 28, 30 Without the applied RF confinement fields, the ions diffused out toward the lenses and were eliminated indiscriminately. Figure S1 shows a 3-to 4-fold increase in ion signal through the drift tube at 3f f with RF as compared to without RF. As mentioned below, the realized experimental improvement is substantially larger.
RF confinement in ion funnels has been previously demonstrated to result in mass bias as has been described in
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Article dx.doi.org/10.1021/ac401568r | Anal. Chem. XXXX, XXX, XXX−XXX C depth elsewhere. 37 While the frequency and amplitude of the applied RF could alter the signal intensity as described previously, 37 no large mass bias was noticed in the current instrument. Due in part to the confounding effects of mass discrimination from the RF applied to the ion funnels in both ion transfer tubes, a detailed study was not performed. As we continue to develop this technique, we are investigating the effect of RF amplitude and frequency on the resolving power and signal intensity for different instruments and configurations.
Demonstration of OMS Instrument: Analysis of Substance P. Figure 3 shows typical OMS distributions obtained upon electrospraying substance P. Under the ESI conditions that are employed, we produce primarily the +2 and +3 charge states. Because the data are collected after MS analysis it is straightforward for us to plot ion intensities as a function of drift field application frequency for each of the two ions. As expected, these distributions fall into two regions: one at the fundamental frequency and the second at three times that frequency (3f f ). 26, 30 We have previously developed an analytical expression for the maximum observable overtone of a given geometry,
We calculate that m max = 5.1 from fields generated by SIMION without RF; however, the m = 5 peak was not observed experimentally for either charge state of substance P. This is not surprising as the signal becomes very small as m approaches m max . 30 Overtone peaks have approximately the same width as the peak at f f , 25, 28 but are observed at higher frequencies, resulting in higher resolving powers and better separations in the m = 3 region than in the f f region. This increase in resolving power also yields a better separation of the peaks associated with the doubly and triply charged ions in the m = 3 region relative to the f f region. We also note that at m = 3, the two known conformers of the [M + 3H] 3+ species are resolved with peaks at 14300 and 17300 Hz; these conformations are not resolved at f f .
Because the +2 charge state has only one major feature in the m = 3 region (at 11100 Hz), we use it as a benchmark of resolving power. In the present measurement, we find R OMS = 7.6 for the peak associated with the substance P [M + 2H] 2+ ion. The resolving power increases to R OMS = 19.8 when measured as the 3f f peak. This corresponds to an increase of a factor of ∼2.6, better than the increase of 1.8 expected from eq 1 in the "worst-case" assumption about diffusion, and slightly worse than the value of 3.0 expected assuming no diffusion.
In prior work we have argued that an advantage of OMS measurements is that collision cross sections (Ω) can be determined directly from eq 3.
[ ( 1) 
In eq 3, z is the charge of the ion (known experimentally from the MS measurement), e is the elementary charge, k b is Boltzmann's constant, T is the temperature, m I is the mass of the ion, m B is the mass of the buffer gas, E is the electric field, h is the index to relate OMS phase and harmonic frequency, 26 P is the pressure, and N is the neutral number density under STP conditions. For systems such as small oligosaccharides, peptides, and the protein ubiquitin (which have been studied extensively) 27, 41 we find that OMS measurements (obtained using devices in which transmission and elimination regions are defined by grids) agree with previously reported IMS values to within 1% relative uncertainty. 27 Because the field in the present OMS device is not uniform (because of the step in field that is employed, as well as the gridless design) it is important to assess the ability of this device to accurately determine cross sections. To make this comparison, we used an average field to determined collision cross sections. We are immediately struck by the fact that the positions of peaks for the +2 charge state of substance P yield different values when determined from the f f and 3f f peaks, Ω f f , respectively, that we obtain from the peaks in the m = 3 region (in which multiple conformers are resolved). This ion has also been examined previously by IMS 35 and the measured cross sections for the compact and elongated conformers are 320 and 362 Å 2 , respectively.
Clearly both peaks at the fundamental frequency appear to be significantly lower in cross section when compared to IMS measurements. This relative error is large (∼10%). We attribute this to the nonuniform fields used to increase signal as well as the loss in field definition upon removing grids. As we develop higher-resolving power systems we are working toward determining accurate collision cross sections without the use of calibrations; however, this work is at an early stage and is not described in detail here. One approach is to utilize our simulation software. One could envision an algorithm that iteratively generates OMS distributions in order to search for the mobility that matches the experimentally obtained distribution. We anticipate that this should allow for more accurate cross sections to be calculated from gridless OMS measurements.
Assessment of Instrument Sensitivity. Finally, it is interesting to investigate the sensitivity of the new instrument. As we have stated, relative to prior instruments, sensitivity should be increased by the elimination of grids as well as by the incorporation of RF confinement. One assessment of sensitivity is to determine the detection limits for a known analyte. In the case presented here we have doped the analyte into a complex mixture. For illustration purposes we examine the angiotensin I peptide in a mixture of peptides obtained from a tryptic digestion of β-casein. Although the simulations shown in Supporting Information Figure S1 showed a 3-to 4-fold decrease in signal without the inclusion of RF, no signal was observed experimentally in the absence of RF confinement. Figure 4 shows a two-dimensional field application frequency versus m/z plot for equal concentrations of angiotensin I and β-casein digest. Similar to the substance P spectrum, the f f and 3f f peaks were observed for all charge states of angiotensin I; however, because of smaller diffusive losses for the higher charge states, the 5f f peaks were also observed for the [M + 3H] 3+ and [M + 4H] 4+ species. The detection limits that we find for this system are remarkably low. For example, when 20 attomoles of angiotensin I were injected into the instrument at a field application frequency of 15300 Hz, the frequency corresponding to the 3f f peak of the [M + 3H] 3+ ion, the signalto-noise ratio at 433.2 m/z was found to be ∼5 after background subtraction.
■ CONCLUSIONS
A new overtone mobility spectrometry instrument and accompanying gridless elimination mechanism has been described. This instrument has achieved a resolving power of 20 for substance P at a length of only 28 cm. RF confinement within transmission regions was utilized to significantly improve signal. Overall, the lens geometry and applied potentials create radially focusing transmission regions and radially defocusing elimination regions. We note that at this point, unlike the OMS designs that utilized grids (and uniform drift fields) the present 
